[Physical-technical possibilities of perfecting roentgenographic research].
The authors have classified factors that determine the quality of roentgenographic images and provided evidence for measures aimed at their improvement. It has been shown that it is conversion to an x-ray feeding device fitted out with microprocessor control that will make it possible to upgrade the quality of roentgenographic images and to reduce radiation loads of the patients.